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In this study, an airborne alpha detection system, which consists of a passivated implanted planar silicon
(PIPS) detector and an air filter, was developed. A collimator applied to the alpha detection system
showed an enhancement in resolution and a degradation in detection efficiency. The resolution and
detection efficiency were compared and analyzed to evaluate the performance of the collimator. Thus,
the resolution was found to be more important than the efficiency as a determining factor of the
detection system performance, from the viewpoint of radionuclide identification. The performance was
evaluated on three properties of the collimator: hole shape, hole length, and the ratio between the hole
and frame pitches. From the hole shape performance evaluation, a hexagonal collimator showed the
highest resolution. Further, the collimator with a hole pitch of 14 mm was found to have the highest
resolution while that with a frame pitch of 4e6 mm (i.e., 1.2e1.4 times longer than the hole pitch)
showed the highest resolution.
© 2020 Korean Nuclear Society, Published by Elsevier Korea LLC. This is an open access article under the
CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
Alpha spectrometry is widely used to identify and quantify
alpha-particle emitting radionuclides emitted in the decay process.
It is also used to analyze radiation measurements in various fields
[1e3]. Alpha particles have short ranges and lose energy easily by a
high interaction with their medium [4,5]. Owing to these proper-
ties, experiments for alpha spectrometry are conventionally con-
ducted in a vacuum or after pretreatment [6,7]. When alpha
particles are measured in air in real time, a displacement of the
peak occurs in the alpha spectrum due to the loss of alpha energy.
This causes spectral distortions due to peak spreading and low-
tailing, thus making spectral analysis difficult. Therefore, resolu-
tion improvement is essential for analyzing alpha spectra and
identifying radionuclides.
The aim of this present study is to develop an airborne alpha
detection system. To achieve this, the highly sensitive passivated
implanted planar silicon (PIPS) detector was combined with a
rolling air filter to collect aerosol samples. In addition, a collimator
was added to improve the resolution, and it was placed between
the PIPS detector and the air filter where the source was located.by Elsevier Korea LLC. This is anCollimation plays an important role in identifying specific radio-
nuclides when multiple radionuclides are collected and measured
together in the atmosphere [8e10]. There are two kinds of colli-
mation, namely, the mechanical and electronic collimation [11].
The mechanical collimation is based on a principle that excludes
the particles with a certain angle of incidence while the electronic
collimation involves the use of voltage pulse distribution on the
source electrode or current pulse distribution on the collector
electrode [11e13]. In this study, mechanical collimation was
considered as electronic collimation is not applicable to PIPS de-
tectors whose detection signals are independent of the incidence
angle of radiation.
To evaluate the performance of mechanical collimation, colli-
mators of various shapes and lengths were applied. The alpha
detection system was evaluated in the environment of multiple
radionuclides including radon (222Rn), thoron (220Rn or 220Th), and
their progenies through a Monte Carlo N-particle transport code 6
(MCNP6) simulation. The MCNP6 code can simulate several com-
plex geometries and perform transport physics models for criti-
cality, shielding, dosimetry, detector response, and many other
applications [14]. The resolution of the detection system was also
evaluated by analyzing its full width at half maximum (FWHM)
using the ORIGIN software [15]. The changes in resolution and
detection efficiency were calculated and compared according to the
hole shape and length of the collimator.open access article under the CC BY-NC-ND license (http://creativecommons.org/
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2.1. Alpha detection system
A schematic of the detection part of the alpha detection system
is shown in Fig. 1. As a roller rotates, the alpha-emitting radionu-
clides collected in the air filter are measured by the PIPS detector,
which is effective for alpha particle detection due to its high
sensitivity. PIPS detectors have various resolutions and detection
efficiencies depending on the active area. The resolutions of PIPS
detector vary from 34e38 keV to 55e70 keV in vacuum. The
PIPS450 model, which has the highest resolution of 34e38 keV
among the Canberra CAM PIPS detectors series [16], was used to
simulate the performance of the alpha detection system.
The PIPS450 has a diameter of 23.9 mm, an active area of
450 mm2, and a height of 12.3 mm. The air filter composed of a
cellulose-asbestos paper, which has a diameter of 50 mm and a
thickness of 0.2 mm, is located 2 cm away from the PIPS detector as
seen in Fig. 1. The collimator is located between the PIPS detector
and air filter as seen in Figs. 1 and 2. The shielding box with a
thickness of 2 mm, which blocks natural radiation, surrounds the
detector, filter and collimator, and it is made of stainless steel 304.
The remaining space contains air. A schematic of the alpha detec-
tion system for simulation is shown in Fig. 2.2.2. The principle of collimation
A schematic of the incidence of alpha particles on the PIPS de-
tector is shown in Fig. 3. In Fig. 3 (a), particles 1, 2, and 3 all enter the
detector in air. However, particle 3, which has a larger angle of
incidence, travels a longer distance to reach the detector as seen in
Fig. 3(a). This causes a considerable low-tailing at the low-energy
part of the alpha spectrum due to the energy loss. Thus, the par-
ticles with large angles of incidence shift the energy peak to the left
and cause resolution degradation due to the low-tailing.
A collimator prevents particles with a large angle of incidence
such as particle 3 from entering the detector. In Fig. 3 (b), particles 4
and 5 with small angles of incidence enter the detector, while
particle 6 with a larger angle of incidence is blocked by the colli-
mator from entering the PIPS detector. In other words, by applying
the collimator in front of the detector, alpha particles, which lose
considerable energy, with a large incident angle do not enter the
detector, leading to less low-tailing. Thus, the collimator makes theFig. 1. Schematic representation of the detection part of alpha detection system.
1312detection efficiency decrease as fewer particles are incident on the
detector while it improves the resolution due to a less energy shift.2.3. Collimator
The collimator was set as a cuboid with a length of 6 cm, width
of 6 cm, and height of 1 cm, and it was located 0.5 cm away from the
air filter and the PIPS detector, as shown in Fig. 2. The frame of the
collimator was made of aluminum, and the hole comprised air, that
is, empty space.
When using a collimator to improve the resolution, hexagonal
and tetragonal collimators are generally used [17], where the hex-
agonal collimators are regarded as the most effective in terms of
resolution [18]. Additionally, tetragonal collimators with rectangular
holes may have a higher resolution [19]. Moreover, circular colli-
mators are further evaluated. To evaluate the performance of the
collimator in this study, changes in resolution and detection effi-
ciency were compared and analyzed on three hole shapes such as
hexagonal, circular, and tetragonal shapes. The hexagonal and cir-
cular collimators have a hexagonal prism triangle lattice, and the
tetragonal collimator has a hexahedron square lattice, as shown in
Fig. 4. The three collimator designs according to hole shape are
shown in Fig. 4. The number and diameter of holes were set equal for
comparisons according to changes in hole length. The size and
number of the hexagonal collimator were set first. Subsequently, the
size and number of the circular and tetragonal ones were deter-
mined accordingly. The length of hole for all collimators was set as
16 mm, and the number of holes was set as nine. The performance
was also evaluated for various hole lengths of collimators. For the
length of the collimators, the three collimators have different
meanings. First, the length of the hexagonal one means a pitch, that
is, the length between sides [20]. The length of one side (r) and the




 r, as shown in Fig. 5 (a). In
addition, the length of the circular one means a diameter while the
length of the tetragonal one means that of one side. These lengths
were the criterion for performance evaluation according to hole
length. The considered lengths were 7 cases of 10 mm, 12 mm,
14 mm, 16 mm, 18 mm, 20 mm, and 22 mm. Furthermore, the res-
olution and detection efficiency of the collimators were evaluated
according to the change of holes and frame lengths. The hole and
frame length (or pitch) are illustrated in Fig. 5 (b).2.4. Monte Carlo simulation
A general-purpose Monte Carlo code, MCNP6, was used to
evaluate the collimation performance. The MCNP6 code can be
used in transport physics models for criticality, shielding, dosim-
etry, and detector response. The code can also be used in several
other applications that simulate several complex geometries and
track several particle types over broad ranges of energies [14] as the
geometry card for the detector systemwith a collimator is modeled
in Fig. 2 (a) and (b) for the simulation. The geometry is described in
detail in Sections 2.1 and 2.3.
The sources are emitted from the air filter isotropically towards
the detector. The sources considered were polonium radioisotopes
of 218Po, 214Po, 212Po, and 210Po, which show the energy clearly
distinguished among the radon (222Rn) and thoron (220Rn or 220Th)
progenies [21], and having the peak energy of the spectrum with
6.002 MeV, 7.687 MeV, 8.784 MeV, and 5.304 MeV, respectively. A
physical model F8 tally and a Gaussian energy broadening (GEB)
function provide alpha spectra. Thus, the F8 tally and GEB function
were used to calculate the pulse-height value for detection effi-
ciency and to perform the simulation of the resolution from the
spectra, respectively.
Fig. 2. Schematic representation of alpha detection system for simulation ((a) longitudinal section and (b) cross-section of the collimator).
Fig. 3. Schematic representation of the incidence of alpha particles into PIPS detector, ((a) without collimator and (b) with collimator).
Fig. 4. Collimator designs according to the hole shapes, ((a) hexagonal collimator, (b) circular collimator, and (c) tetragonal collimator).
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Fig. 5. Diagram of the length for the hexagonal collimator ((a) Relationship between
the length of one side and the pitch and (b) definition of hole and frame length (or
pitch)).
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3.1. Hole shape of collimator
The spectra on the collimators with three holes of hexagonal,
circular, and tetragonal shapes are shown in Fig. 6, and the reso-
lution and detection efficiency for the collimators are shown in
Table 1. The FWHM value was expressed as the average value of
those on four peaks, which include 218Po (6.002 MeV), 214Po
(7.687MeV), 212Po (8.784MeV), and 210Po (5.304 MeV). The circular
collimator had an FWHM of 192.7 keV and a detection efficiency of
0.922%. The tetragonal collimator had a lower resolution of
195.5 keV and a higher detection efficiency of 1.31% than the cir-
cular one as shown in Table 1. The hexagonal collimator had a
resolution of 189.6 keV and a detection efficiency of 0.999%. The
hexagonal collimator showed an 8.33% higher detection efficiency
due to its close-packed lattice and a 1.62% higher resolution
compared to the circular one. Furthermore, the hexagonal colli-
mator showed a 24.1% lower detection efficiency and a 3.01% higher
resolution than the tetragonal one. The FWHM value of each peak
had 5e12% difference from the average FWHM value for the hex-
agonal collimator.
As explained in Section 2.2, the angle of incidence determines
whether the particles enter the detector, thus the importance of the
hole length. Even if the hole length is fixed, the length varies
depending on the point of measurement. That is, although the holeFig. 6. Spectrum graph according to the shape of hole of collimator.
1314length of a tetragonal collimator means the length of a side is




mm, a slightly different value. Therefore, the resolution and
detection efficiency vary depending on the hole shape of the
collimators.
The hole shape of an ideal collimator was thought to be hex-
agonal when it had the same length as the holes in terms of reso-
lution. Although the degradation of detection efficiency is greater
than the improvement of resolution, using the collimator would be
advantageous in the actual monitoring environment, considering
that the resolution improvement is a significant factor in terms of
radionuclide identification. Thus, the collimator of hexagonal hole,
which had the smallest FWHM value, was thought to be the most
suitable, leading to the best performance of the alpha detector
system.3.2. Hole length (or pitch) of collimator
The analysis of the collimator’s hole shape showed that the
hexagonal shape had the highest resolution in Section 3.1. Thus, the
hexagonal collimator was evaluated for resolution and detection
efficiency according to the hole length (or pitch). The considered
hole pitches of the hexagonal collimator were 10 mm, 12 mm,
14 mm, 16 mm, 18 mm, 20 mm, and 22 mm, where the frame pitch
of the collimator was set 1.5 times as long as each hole pitch for
consistency, as shown in Table 2.
The spectra according to the hole pitch of the collimator are
shown in Fig. 7, and the resolution and detection efficiency ac-
cording to hole pitch are shown in Table 2. When the hole pitch
decreased from 22 mm to 14 mm, the detection efficiency
decreased from 1.623% to 0.780% while the FWHM value decreased
from 196.2 keV to 185.0 keV. The collimator with smaller holes had
a lower detection efficiency as fewer particles entered the detector.
Hence, the smaller the hole size of collimator, the fewer the inci-
dence of alpha particles with a large angle of incidence, leading to
less energy shift due to the reduction of low-tailing. Consequently,
the FWHM value was smaller.
However, when the hole pitch decreased from 14 mm to 10mm,
the detection efficiency increased from 0.780% to 0.907% while the
FWHM value increased from 185.0 keV to 200.7 keV. As expected in
the case of considerably smaller collimator holes, the alpha parti-
cles reaching the end of the collimator causedmore low-tailing due
to scattering, resulting in a slightly larger FWHM value. The low-
tailing for low alpha energy occurred more than that for high
alpha energy. Therefore, the collimator with a hole pitch of 14 mm
had the smallest FWHM value of 185.0 keV but produced the
highest resolution. The FWHM value of each peak had 1e12% dif-
ference from the average FWHM value for the collimator with a
hole pitch of 14 mm.3.3. Hole and frame pitch of collimator
As explained in Section 3.2, the larger the hole of the collimator,
the higher the detection efficiency when the hole pitch is larger
than 14 mm. For each hole area of the collimator, the larger the
hole, the smaller the frame. In other words, the longer the hole
pitch and the shorter the frame pitch, the higher the detection ef-
ficiency. The detection efficiencies according to change of hole and
frame pitch are shown in Table 3. The average detection efficiency
of the collimator with a hole pitch of 14 mm was 1.16%, while the
average detection efficiency of the collimator with a hole pitch of
20 mm was 1.47%. That is, as the hole pitch of the collimator
increased, the detection efficiency also increased. In addition, as the
frame pitch increased, the detection efficiency decreased at each
Table 1
Resolution and detection efficiency according to the hole shape of collimator.
Circular Collimator Tetragonal Collimator Hexagonal Collimator
Length of hole [mm] 16 16 16
Average FWHM [keV] 192.7 ± 8.167 195.5 ± 17.01 189.6 ± 17.09
Detection Efficiency [%] 0.922 ± 0.00144 1.31 ± 0.00191 0.999 ± 0.00150
Table 2
Resolution and detection efficiency according to the hole pitch of collimator.
Pitch_10 Pitch_12 Pitch_14 Pitch_16 Pitch_18 Pitch_20 Pitch_22
Hole pitch [mm] 10 12 14 16 18 20 22
Frame pitch [mm] 15 18 21 24 27 30 33
Average FWHM [keV] 200.2 187.9 185.0 190.3 195.1 202.2 196.2
±12.77 ±7.757 ±15.69 ±15.53 ±18.52 ±18.01 ±14.47
Detection Efficiency [%] 0.907 0.839 0.780 0.897 1.08 1.27 1.62
±0.00132 ±0.00123 ±0.00116 ±0.00137 ±0.00161 ±0.00182 ±0.00194
Fig. 7. Spectrum graph according to the hole pitch of collimator.
Fig. 8. Change in detection efficiency and resolution according to the change in frame
pitch in case of a collimator with the hole pitch of 14 mm.
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example, the detection efficiency decreased from 1.70% to 0.736% as
the frame pitch increased from 16mm to 22mm, as shown in Fig. 8.
Changes in detection efficiency and resolution according to change
in frame pitch in the collimator with a hole pitch of 14 mm are
shown in Fig. 8.Table 3
Detection efficiency according to the ratio between hole and frame pitch of collimator.
Detection efficiency [%]
Pitch_14











1315The resolution according to the change of hole and frame pitch
are shown in Table 4. The resolution degraded as shown in Table 4,
that is, the FWHM value increased, as the hole pitch increased. The






























Resolution according to the ratio between hole and frame pitch of collimator.
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±17.85
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increased, the FWHM value decreased and then increased from a
specific frame pitch. The alpha particles blocked by the hole are the
same at a constant hole pitch. However, if the frame is too large,
alpha particles that can fully enter would not enter the detector.
Consequently, the reaction probability decreases, and the resolu-
tion is not improved. In Table 4 and Fig. 8, considering the colli-
mator with a hole pitch of 14 mm, it is observed that the FWHM
value decreases from 192.4 keV to 187.0 keV as the frame pitch
increases from 16 mm to 20 mm but increases to 188.3 keV at the
frame pitch of 22 mm. The FWHM value of each peak had 1e10%
difference from the average FWHM value for the collimator with a
hole pitch of 14 mm. In addition, the detection efficiency decreased
as the hole pitch decreased at each frame pitch. The combinations
of hole pitch and frame pitch that had the lowest FWHMvaluewere
(14, 20), (16, 22), (18, 22), and (20, 26). In other words, when the
frame pitch was about 4e6 mm longer than the hole pitch or
approximately 1.2e1.4 times longer than the hole pitch, the FWHM
value was the smallest, which provided the highest resolution at
each hole pitch.4. Conclusion
In this study, the performance of collimators was evaluated
using MCNP6 code to develop an airborne alpha detection system
with a high resolution. The evaluation showed that the hexagonal
collimator had the highest resolution among the three hole shapes
of the collimators. For the fixed ratio between the hole pitch and
frame pitch of the collimator, the highest resolution had 185.0 keV
of FWHM at a 14mmhole pitch. The change of hole and frame pitch
showed that the highest resolution could be determined in spite of
efficiency degradation. It was seen that the highest resolution
occurred when the frame pitch was 4e6 mm or 1.2e1.4 times
longer than the hole pitch.
The collimator was believed to improve spectral analysis of the
airborne alpha detection system. The application of the optimized
collimator in an actual measurement environment is expected to
provide higher spectra resolutions in terms of radionuclide
identification.Declaration of competing interest
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